Piezomed

Cleaning guidelines

Cleaned, maintained, sterilized.
A guide for the path of your handpieces, instruments and control unit through the reprocessing cycle.
INITIAL TREATMENT
AT THE PLACE OF USE

1.1 Gloves

1.2 Removing the instrument

1.3 Removing the handpiece

1.4 Pre-disinfection

1.5 Assemble

2.1 Cleaning and disinfection

2.2 Rinsing and scouring

2.3 Brush and rinse

2.4 Packaging

2.5 Sterilization

2.6 Drying

2.7 Assembly

3.0 Storage